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QUALITY CONTROL CERTIFICATE

KIT NAME: HERPES SIMPLEX 142 IgM -CHORUS
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Code 81021
Lot No. 946 Expiry 2014-06
REAGENTS
Label Deseription Lot. Exp No
D2221 Herpes simplex 142 TgM 946 2014-06 6X6
B2221 CALIBRATORE Herpes siinplex 142 [gM 946 2014-06 1
2221 CONTROL SERUM Herpes simplex 1+2 [ght 946 2014-06 1
CONTROLS
Found results Expected results l
Calibrator (mOD) 360 2100
Control Serum (INDEX) 44 3,1-5.7
Negative Control (INDEX) 00 <0,7 “”H ““ “l m “

156946600000930000
Herpes simplex 1+2 1gM
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5

CALIBRATOR ::?Ms KJ’"E
Il[5|6‘9|4|6‘6[0‘0|0]0|0|9[3l0|0|0|0| ﬁ%mm.nunmm.n-w(ZE
Label checked with barcode reader YES H Operator Signature ,ﬁ’) J
:
CONTROL SERU?
ClsTeToTele Tl Tl s lala o loloTo o 1o | (UM
Label checked with barcode reader YES @_ Operator Signature Ji? He::sessds:iar:]:::::o::; o
[CONTROLT+] 0.425 mL [[VD]
846 g

‘Lhe test has been carried oul in accordance with the package insert
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TESTED BY: Laura Capitani
APPROVED

DATE 25-07-2013

WARNING: POTENTIAL BIOHAZARDOUS MATERIAL!
This kit may contain some reagents made with human serum or plasma.All serum or plasma used has been tested by an

FDA approved method and found non-reactive for HIV-1/2, HCV and HBsAg. Because no method can offer complete

assurance that HIV-1/2, HCV, HBsAg or other infectious agents are absent, reagents should be handled with maximum attention
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